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Frequency Dial The desired frequency is set one on of the seven 

scoles. An auxiliary 0-180 scale can be used for 
precise colibrotion, 

RF HIGH-LOW RF output volfoge can be set to the high or low levels. 

RF FINE Fine output voltage adjustments ore made. 




AF-GND I AF lerminols for connections to lood or 
externo! source. 








Copacitof IF ompllfier circuits, etc, 

50-t00Cpl where DC voltages ore present 






"AF" and "GND" terminols, ond the output level con be odiujfed by the 
'AF” "IN-OUT" control. The lood should hove high impedance. For low 
impedances below about 50 K, it is odvisoble to connect o 100 K or 
higher, resistor between the ' AF" and load terminols. In this 

cose, the output voltage will be lowered to some extent. 




